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Background and purpose Unicompartmental knee arthroplasty 
(UKA) is an establislied method of treating isolated gonartrosis. 
Modern techniques such as computer-assisted surgery (CAS) and 
minimally invasive surgery (MIS) are attractive complementary 
methods to UKA. However, the positioning of the components 
remains a concern. Thus, we performed a prospective study to 
assess whether there was deviation between the navigated implant 
position and the final implant position. 

Patients and methods We performed UKA with MIS and CAS 
in 13 patients. By comparing intraoperative navigation data with 
postoperative computed tomography (CT) measurements, we cal- 
culated the deviation between the computer-assisted implant posi- 
tion and the final 3-D implant position of the femoral and tibial 
components. 

Results The computer-assisted placement of the femoral and 
tibial component showed adequate position and consistent results 
regarding flexion-extension and varus-valgus. However, regard- 
ing rotation there was a large variation and 6 of 10 patients were 
outside the target range for both the femoral component and the 
tibial component. 

Interpretation Difflculties in assessing anatomical landmarks 
with the CAS in combination with MIS might be a reason for the 
poor rotational alignment of the components. 



The advantages of unicompartmental knee arthroplasty 
(UKA) such as less blood loss, shorter hospital stay, shorter 
time to recovery, superior kinematics, better range of motion, 
and bone stock preserving capacity are well documented (Sac- 
comanni 2010). On the other hand, UKA has a longer learning 
curve and surgeons usually perform fewer surgeries a year; it 
is therefore associated with a higher risk of complications such 
as component malpositioning performed with minimally inva- 
sive (MIS) technique (Lindstrand et al. 2000, Romanowski 
and Repicci 2002). 



UKA has been controversial since its introduction in the 
1970s (Deshmukh and Scott 2001), when polyethylene wear 
(Collier et al. 1991) and loosening — partially due to subop- 
timal component positioning (Moreland 1988, Bathis et al. 
2004) — were the predominant failure mechanisms. How- 
ever, recent reports have shown more promising results (Hol- 
linghurst et al. 2006, Griffin et al. 2007), and there has been 
renewed interest in UKA in recent years (Bert 2005). Part of 
this can be explained by improved component design and sur- 
gical technique, but MIS (Laskin 2001) especially may have 
had a key role in this trend. Proper and consistent implant 
positioning is vital, and computer-assisted surgery (CAS) has 
been suggested to improve the accuracy of implant position- 
ing (Rosenberger et al. 2008). Few studies have assessed the 
implant positioning of navigated UKAs operated with MIS 
technique (Perlick et al. 2004, Kim et al. 2005, Konyves et al. 
2010) and, as far as we know, none have assessed it with three- 
dimensional (3-D) CT. 

We determined the degree of 3-D deviation between the 
navigated implant position and the final implant position in 
UKA performed with MIS technique. 



Patients and metliods 

In a prospective pilot study, 13 consecutive patients (7 women) 
with a median age of 65 (50-76) years underwent cemented 
primary UKA (Preservation; Depuy Inc, Warsaw, IN) using 
a computer-assisted navigation system (VectorVision; Brain- 
Lab, Munich, Germany) in combination with a minimally 
invasive incision. 2 senior surgeons (MH and LW) performed 
all surgeries. 

All patients met the inclusion criteria: radiographic medial 
osteoarthrosis (OA), intact cruciate ligaments, flexion contrac- 
ture of less than 10 degrees, varus deformity of less than 10 
degrees, and symptoms of medial arthritis that warranted joint 
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Figure 1. Minimally invasive unicompartmental arthroplasty performed 
with computer-assisted surgery. 

replacement. 2 patients were excluded: in 1 patient, the tracker 
loosened during surgery and was thus not navigated; in the 
other patient, only the tibia was measured peroperatively due 
to technical difficulties with the CAS software program. In 
one patient, the rotational component position was not mea- 
sured postoperatively. 

The navigation system used was an image-free instrumen- 
tation tool for determination of the component position and 
mechanical alignment intraoperatively by localizing the center 
of the hip, knee, and ankle. 

Computer-assisted surgery 

After exposing the knee through a medial parapateller arthrot- 
omy of not more than 8 cm (Repici and Eberle 1999), 2 pas- 
sive trackers were rigidly fixed to the femur and tibia and the 
registration process was carried out (Figure 1). The hip was 
rotated to determine the center of the hip. Specific landmarks 
of the knee were digitized to determine the center of the knee, 
and these points were marked with 1 .0-mm tantalum balls in 
the femur and in the tibia, inserted with an injection gun spe- 
cially made for this purpose. They were placed in the subchon- 
dral bone, marking the location of the point that we registered 
with our Ci pointer in the navigation system as the center of 
the tibial plateau and the center of the distal femur. The center 
of the distal femur was identified as a point slightly medial 
to the anterior aspect of the femoral notch and the center of 
the proximal tibia was identified as the posterior aspect of the 
ACL insertion on the tibial plateau according to the manual for 
the Ci navigation system. Since the definition of these points 
is somewhat imprecise, we chose to mark this point with a tan- 
talum ball in order to be able to identify and use the same point 
when we made our postoperative measurements at the postop- 
erative CT examination. The rotation of the femur was refer- 
enced from the transepicondylar axis. The landmarks used to 
determine the rotation of the tibia were the AP direction of the 
tibia and the most anterior, medial, and posterior aspects of the 
medial tibial plateau. The lateral and medial malleolus were 



Figure 2. Bony model created by the computer for positioning of the 
cutting block. 



localized to define the center of the talus. The computer cre- 
ated a virtual model from the supplemented registration data. 
The orientation of the cutting blocks was determined using 
the navigation system (Figure 2), and after bone resection the 
cutting planes were documented. 

Computed tomography measurements 

A CT scan was performed in each patient postoperatively. The 
scans were made on a General Electric Volume CT (64-slice 
CT), with a sHce thickness of 0.625 mm, 120 kV, 200 mA, 
0.6-s rotation time, a collimation width of 40 mm, and a spiral 
pitch factor of 0.98. The images were then reconstructed with 
a "bone" algorithm in three planes. 

The scan included 3 anatomical regions; (1) the femo- 
ral head, (2) the knee, and (3) the ankle. A radiologist (JC) 
defined the following anatomical landmarks; center of the hip, 
knee, ankle, and posterior femoral condylar plane. Femoral 
implant landmarks (antero-superior apex, distal peak, and pos- 
tero-superior corner) and tibial implant landmarks (anterior- 
inferior corner, medial-inferior border, and posterior-inferior 
corner) were used. The position of the femoral component was 
calculated using the center of the hip, knee, and ankle, the pos- 
terior femoral condylar plane, and landmarks on the femoral 
implant. Subsequently, position of the the tibial component 
was calculated using the center of the hip, knee, and ankle, the 
posterior femoral condylar plane, and landmarks on the tibial 
implant. 

Varus/valgus, flexion/extension, and external/internal rota- 
tion of both the femoral and tibial components were assessed 
and expressed as average values. We used the anatomical 
transepicondylar line to determine the rotation of the femoral 
component intraoperatively with CAS, and measured the final 
femoral implant position on postoperative CT scan using the 
posterior condylar plane. 
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Table 1 . Results for femoral component positioning In varus-valgus, extension-flexion, and rota- 
tion as measured with 3-D CT 







Varus- 
valgus 


Extension- 
flexion 


External 
rotation 


Median CT value for tiie femoral implant position 
Positioning range for tiie femoral implant 
Average difference between CAS and CT ^ 
Outside of target range (> 3°) for the femoral implant 


1° 

4° to 4° 

1.2° 

3 


1° 

4° to 6° 

1.4° 

1 


11° 

6° to 20° 

9.9° 

8 


^The mean difference between the Intraoperative computer-assisted measurement and the final 
position postoperatively as calculated with CT. 

Number of patients with an arbitrary difference of greater than 3 degrees between the desired 
implant position intraoperatively and the postoperative CT measurement. 


Table 2. Results for tibial component positioning in varus-valgus, flexion-extension, and rotation 
as measured with CT 






Varus- 
valgus 


Extension- 
flexion 


External 
rotation 


Median CT values for the tibial implant position 
Positioning range for the tibial implant 
Average difference between CAS and CT ^ 
Outside of target range (> 3°) for the tibial implant (2) 


3° 

7° to 2° 

1° 

1 


7° 

rto 10° 

2.2° 
2 


10° 

4° to 28° 
11° 
6 



^ The mean difference between the intraoperative computer-assisted measurement and the final 
position postoperatively as calculated with CT. 

Number of patients with an arbitrary difference of greater than 3 degrees between the desired 
implant position intraoperatively and the postoperative CT measurement. 



The average deviation between the intraoperative naviga- 
tion value and the actual postoperative implant position as 
measured with CT scan was calculated. We counted how 
many patients were outside (in any direction) of an arbitrary 
target range of 3 degrees from the desired original intraopera- 
tive CAS measurement. Although this value is an arbitrarily 
defined safety zone for satisfactory implant position, it is 
based on theoretical considerations — as errors in CAS, move- 
ments of the cutting block/saw, and the cementing of compo- 
nents contribute to differences in peroperative and postopera- 
tive measurements (Catani et al. 2008). 

Ethics 

All patients agreed to participate in the trial and ethical 
approval was obtained. 



Results 

Of the 1 1 patients, component rotation could only be assessed 
in 10 patients due to loss of component rotation measurement 
in one patient. All patients showed similar alignment values 
for the components in varus-valgus and flexion-extension 
when comparing peroperative component position (as mea- 
sured with the aid of navigation) with postoperative CT mea- 
surements. Regarding the rotation of the components, there 



was great variation in the position- 
ing and a large difference between 
peroperative and postoperative mea- 
surements. 8 of 10 patients had a 
rotational deviation of the femoral 
component of more than 3 degrees, 
and 6 of 10 patients had a rotational 
deviation of the tibial component of 
more than 3 degrees (Tables 1 and 2). 



Discussion 

The importance of proper compo- 
nent positioning for the long-term 
survival of TKR is well known. In 
TKR, a threshold of 3 degrees of 
deviation in the coronal plane has 
been reported to increase the risk 
of loosening (Mason et al. 2007). 
Some reports have shown the sig- 
nificance of accurate alignment in 
varus-valgus alignment in relation to 
the survivorship of the prosthesis in 
UKA (Weale et al. 2000, Deshmukh 
and Scott 2001) where 50% of the 
cases requiring revision were due 
to overcorrection (Barett and Scott 
1987, Chakrabarty et al. 1998). To the best of our knowledge, 
there have been no previous reports on navigated MIS UKA in 
which the component positioning has been determined post- 
operatively with 3-D CT scan. 

We found a large deviation between intraoperative CAS and 
postoperative CT scan measurements for the rotational posi- 
tion of both the tibial and the femoral component. A similar 
result was found in a recent study assessing the tibial com- 
ponent rotation in UKR using CT scan (Servien et al. 2011). 
One reason for the large variation in the rotational plane in 
MIS UKA could be the difficulty in identifying landmarks. 
The epicondyles and Whiteside's line are not as visible as in 
a standard approach and are therefore less reliable. A recent 
report on TKR showed a considerable difference in the rota- 
tional plane between the intraoperative CAS component posi- 
tion and postoperative CT measurements (van der Linden- van 
der Zwaag et al. 2011). With our CAS system, it is not pos- 
sible to measure the final position of the components after 
cementing. Nonetheless, the malpositioning was only found 
in the rotational plane and not in the 2 other directions and was 
therefore probably not related solely to the cementing tech- 
nique. It is possible that improving the navigation system we 
used in this study, or using another system, might have yielded 
better results. 

Overall, little has been reported regarding rotational align- 
ment, even though it plays an important role in knee kinematics 
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(Schnurr et al. 2009). The landmarks in the coronal plane are 
clinically and radiographically well defined and the long-term 
effects of malpositioning of the UKA components in terms of 
survival are well documented (Ridgeway et al. 2002). How- 
ever, the landmarks for rotational UKA component positioning 
are less well defined and the clinical significance of malrota- 
tion is not fully understood — although it has been suggested as 
a major cause of pain in TKR (NicoU and Rowley 2010). 

The advantage of UKA might be enhanced with MIS tech- 
nique. According to the literature, the rationale for this tech- 
nique is less muscular damage, resulting in faster rehabilita- 
tion and less pain. We used the MIS technique because it is 
frequently used in UKA, although this might stress the sur- 
geon's ability and thus increase the risk of component malpo- 
sitioning, compromising the long-term result. In the present 
study, MIS UKA performed with CAS had the advantages of 
a less invasive surgery with no component malpositioning, in 
varus-valgus and flexion-extension. We do not know whether 
a standard approach would have resulted in better component 
positioning, but comparison between MIS and a standard sur- 
gical approach was not within the scope of this study. 

One weakness of our pilot study was that it was underpow- 
ered and lacked a control group. The advantage was that fewer 
patients were put at risk if the results were not encouraging. 
Our intention was to conduct a randomized controlled study 
comparing conventional and navigated technique, but the 
results of this pilot study have not been promising enough to 
encourage us to proceed with it. 
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